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Welcome to CarelineDear Customer, 
In order to setup your new Smartlife Pendant, please follow 
the instructions below. Should you have any questions or 
require assistance, please do not hesitate to get in touch  
on 01553 616200. We will be happy to help.

Step 1
If you received a MyAmie pendant with a 
red button, skip this step and go to Step 2.
For a Vibby Falls pendant (white button), 
the pendant will be asleep when you 
receive it. Press the centre of the pendant 
to wake it up. A red LED on the pendant 
will flash, then it will vibrate, then a green 
LED will flash for about 5 minutes while 
you complete the setup process.

Step 3 
Press and hold the button on the  
new pendant. The Base Unit will  
say “new trigger detected”.
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Step 2
Press and hold down the OK button on  
the Smartlife Base Unit. The Base Unit  
will say “registration mode active” and  
the OK button will flash slowly. Release 
the OK button.
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OK



Step 5
Press the Pendant button again to check 
that it now activates the Smartlife Base 
Unit. Please allow the alarm to dial through 
to the Monitoring Centre. When they 
answer, inform them that you are testing 
your new Pendant. If the call does not go 
through, please contact us.
The call centre may advise you to do a 
range test. To do this, go to the furthest 
point of your property or garden and then 
retest. The pendant should work up to  
50m from the base unit, depending on  
the thickness of your walls.

Kind regards, 
The Careline Community Service Team

Step 6 
Please return your old pendant in the  
enclosed pre-paid envelope. It can be  
returned at any post office.

Step 4 
Press and hold the OK button on the Base 
Unit. The Base Unit will say “registration 
mode ended”. Your pendant is now 
connected to the Base Unit.
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